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Intact PTH Collection Update
Effective Date: Tuesday, February 3, 2026 

Please be advised of an update to specimen collection for Parathyroid Hormone, Intact (INPH) testing. This change extends 
specimen stability and supports efficient specimen handling.

What’s New

•	Light green lithium heparin tubes are now the preferred and default collection container for Parathyroid Hormone, Intact 
(INPH) testing.

•	INPH specimens collected in light green lithium heparin tubes are stable for up to 48 hours when refrigerated, compared to 8 
hours when collected in gold top tubes.

What Has Not Changed

•	Gold top tubes will continue to be accepted.
•	Gold top specimens must still be aliquoted and frozen, consistent with current practice.

Action Requested

•	Please be aware of this update and use light green lithium heparin tubes as the default container for INPH collections 
whenever possible.

Additional Information
If you have questions regarding these tests, please contact Technical Support, Monday-Friday between 8 a.m. and 4:30 p.m.  
For general questions, Customer Care is available to assist at any time.

Technical Support/Customer Care
Call 877–402–4221
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