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Affected Test Codes

• SAFPM – Maternal Serum Screen, Alpha Fetoprotein

• MQUAD – Maternal Quad Screen

• SEQM1 – Maternal Screening, Sequential, Specimen 1

• SEQM2 – Maternal Screening, Sequential, Specimen 2

What Is Changing

• The paper maternal serum patient history form is being eliminated.
• Seven electronic prompts will now capture required clinical information. One prompt is optional.
• This change supports improved accuracy, streamlined processing, and reduced delays due to missing information.

1. Ordering Workflow Update
The physical maternal serum patient history form is no longer required.
Required clinical information will now be captured electronically through structured Epic prompts.

Epic Prompts – Ordering Provider Responsibility

Providers must complete the following at order entry:
• Number of fetuses
• Insulin dependency

• Weight in pounds
• Weight in ounces

• Additional Info (optional free text, 20 character limit)
• Estimated due date (EDD) AOE – COMING SOON

2. Specimen Requirement Updates
Revised collection requirements are now in effect. Key changes are summarized below.

SAFPM – Maternal Serum Screen, Alpha Fetoprotein

NEW 
Collection Requirements

Specimen Type • 3 mL serum in Gold Top, Serum Separator Tube
• Do NOT aliquot
• Pour-off is not advised

Volume Minimum 0.5 mL
Specimen Processing • Collect between 15.0 and 23.9 weeks

• Optimal gestational age for open spina bifida screening:
16.0 to 18.9 weeks

CPT Code 82105
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Maternal Serum Screening Workflow & Collection Update
Electronic Prompts Replace Paper History Form | Revised Specimen Requirements

Effective Date:  Immediately

HNL Lab Medicine is transitioning maternal serum screening testing from ARUP to Labcorp. As part of this transition, updates are 
required to ordering workflows and specimen collection requirements to align with Labcorp testing specifications. These changes 
include elimination of the paper maternal serum patient history form and implementation of electronic Epic prompts, along with 
revised specimen collection and gestational age requirements.
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MQUAD – Maternal Quad Screen

NEW
Collection Requirements

Specimen Type •	5 mL serum in Gold Top, Serum Separator Tube
•	Do NOT aliquot
•	Pour-off is not advised

Volume Minimum 3 mL
Specimen Processing •	Collect between 15.0 and 21.9 weeks

•	Open spina bifida screening offered 15.0 to 23.9 weeks
•	Optimal gestational age: 16.0 to 18.9 weeks

CPT Code 81511

SEQM1 – Maternal Screening, Sequential, Specimen 1

NEW
Collection Requirements

Specimen Type •	3 mL serum in Gold Top, Serum Separator Tube
•	Do NOT aliquot
•	Pour-off is not advised

Volume Minimum 1 mL
Specimen Processing •	Collect between 10.0 and 14.0 weeks

•	NT assessed when CRL is 45 to 84 mm
•	Optimal gestational age: 16.0 to 18.9 weeks

CPT Code 81508 (Alternate CPT Code: 84162, 84702)

SEQM2 – Maternal Screening, Sequential, Specimen 2

NEW
Collection Requirements

Specimen Type •	5 mL serum in Gold Top, Serum Separator Tube
•	Do NOT aliquot
•	Pour-off is not advised

Volume Minimum 3 mL
Specimen Processing •	Collect between 15.0 and 21.9 weeks

•	Patient must have submitted first trimester Sequential 1 
specimen

CPT Code 81511 (Alternate CPT Code: 82105, 82677, 84702, 86336)

Additional Information
For detailed test information, please refer to HNL Lab Medicine’s Test Directory. If you have questions regarding these updates, 
please contact Technical Support, Monday–Friday between 8:00 a.m. and 4:30 p.m. For general questions, Customer Care is 
available to assist at any time.

Technical Support/Customer Care
Call 877–402–4221
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https://www.hnl.com/test-directory

